Screening of antibodies to varicella-zoster virus in leukemic patients: comparison of commercial methods of enzyme-immunoassay and fluoroimmunoassay.
Commercial methods of enzyme immunoassay and fluoroimmunoassay for the detection of varicella-zoster antibodies were compared using serum samples from individuals in a program of bone marrow transplantation. The correlation was 93.4%. Enzyme immunoassay showed to be more sensitive. Both methods are applicable to the detection of varicella-zoster antibodies. However, when fluoroimmunoassay is used, we recommend the confirmation of negative results by a sensitive enzyme immunoassay.